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A new measurement tool capable of imaging the acoustic intensity vector throughout a large 
volume is discussed. This tool consists of an array of fifty microphones that form a spherical surface 
of radius 0.2m. A simultaneous measurement of the pressure field across all the microphones 
provides time-domain near-field holograms. Near-field acoustical holography is used to convert 
the measured pressure into a volumetric vector intensity field as a function of frequency on a grid 
of points ranging from the center of the spherical surface to a radius of 0.4m. The volumetric 
intensity is displayed on three-dimensional plots that are used to locate noise sources outside the 
volume. There is no restriction on the type of noise source that can be studied. The sphere 
is mobile and can be moved from location to location to hunt for unidentified noise sources. 
An experiment inside a Boeing 757 aircraft in flight successfully tested the ability of the array to 
locate flow-noise-excited sources on the fuselage. Reference transducers located on suspected noise 
source locations can also be used to increase the ability of this device to separate and identify 
multiple noise sources at a given frequency by using the theory of partial field decomposition. The 
frequency range of operation is 0 to 1400Hz. This device is ideal for the study of noise sources in 
commercial and military transportation vehicles in air, on land and underwater. 


PACS numbers: 43.20.Ye, 43.40.At, 43.60.Pt, 43.60.Sx 


I. INTRODUCTION 

The measurement of acoustic intensity has long 
tempted the acoustician with its promises of localiza- 
tion and quantification of unknown noise sources and 
the determination of the sound power radiated from a 
machine. 1,2 The acoustic intensity probe using two mi- 
crophones is now a main stay of many measurements in 
industry and government. More sophisticated probes are 
appearing such as the three-axis intensity probe that pro- 
vides the intensity vector at a point. 3 

Spherical arrays of microphones/hydrophones, that 
are the footing of this paper, have long been used in 
acoustics. Spherical harmonic decompositions of the 
measured field almost always form the basis behind the 
theory in these array systems and two early implementa- 
tions were significant in acoustics. 4,5 A very recent paper 
is a very good source of information about sound-field 
analysis using spherical arrays. 6 Radar antenna measure- 
ments using spherical arrays has a rich history, much re- 
lying on spherical harmonic decompositions. 7,8 Almost 
all of the research and development has been aimed at 
predicting the far-held from a knowledge of the near-held 
representing mathematically a well posed forward prob- 
lem. The research introduced here we believe presents 
for the hrst time a volumetric and holographic projec- 
tion of the intensity vector encompassing the volume in 
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the interior of a spherical array of microphones (well 
posed forward problem) as well as the volume just outside 
the sphere (ill-posed inverse problem). However, unlike 
the popular single axis and multiple axis vector intensity 
probes that provide high measurement accuracy our ap- 
proach aims at more qualitative results, sacrihcing high 
accuracy to image the intensity vector held at hundreds 
of points throughout a sizable volume, instantaneously. 
Furthermore this device is unique in its ability to isolate 
individual noise sources and map their intensity helds by 
using state-of-the-art signal processing. 

We present in Sec. II a brief overview of basic theory of 
operation and design and in Sec. Ill we provide analytic 
formulas for the reconstruction error of the pressure held 
based on a plane wave source. A numerical experiment 
with a point monopole source outside the volume is pre- 
sented in Sec. IV to articulate the errors of the intensity 
vector reconstructions. The front end signal processing 
used to isolate individual noise sources is described in 
Sec. V and application to an inhight experiment inside 
a Boeing 757 aircraft is presented in Sec. VI. 


II. RECONSTRUCTION EQUATIONS 

A hallmark of nearheld acoustical holography (NAH) is 
the reconstruction of the acoustic held in a volume, which 
we call a “volumetric reconstruction”, from information 
obtained on a surface. Spherical NAH provides the most 
ideal formulation for volumetric reconstructions, both in 
simplicity of theory and ease of application. Consider a 
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spherical reconstruction volume V represented by spher- 
ical coordinates r = (r, #,</>) G V of extent defined by 
0 < r < r ma;r which is source free (homogeneous wave 
equation applies) except for a ” transparent” array of mi- 
crophones located at r = a < r ma;E . The acoustic pres- 
sure, Poo(r,c<;), may be represented anywhere in V by 
an expansion in terms of orthogonal spherical harmonics 
Y™(6,(j)) and spherical Bessel functions 9 j n : 

Poo(r,w) = lim p N {r,u), 


where 


N 

Pn = Y 

n = 0 


jn(fcr) 

jn(ka) 
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Y Pmn(a,co)Y™(6,4>), 

m=—n 


(i) 


with k = uo/c and a, the radius of the measurement 
surface. The unknowns P mn in this equation are called 
the Fourier coefficients. The components of the velocity 
vector components are given in terms of these unknown 
Fourier coefficients 9 : 
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where the equalities hold strictly only in the limit as 
N —> oo. Note that these expressions use only j n which 
is finite at the origin, as opposed to h n (kr ) that is 
used when an array completely surrounds the sources of 
interest. 4,5 Finally, the active intensity vector I in spher- 
ical coordinates is then determined by the usual expres- 
sion using unit vectors e: 


/(r,w) 


— 0 (v g eg + v ^ + v R e R )]. 
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For the VAIP the intensity is computed on a cubic lattice 
of points in V and displayed in three-dimensional plots, 
as will be shown in Sec. IV. 

The unknown Fourier coefficients P mn (a,o;) are 
determined 9 by integration over a sphere of the pressure 
field at r = a: 


P mn (a, ") = JJ Poo{a , 9, 3, u)Y™{9, <j>)*d£l. (4) 

where dfl = sin OdOdcj) and where is derived from a 
temporal Fourier transform of the measured pressure in 
the usual way. The spherical array is designed so that 
the microphones are located at the quadrature points 
(Oj, 0j), j = 1, • • • , 50, of an efficient algorithm to com- 
pute the surface integration in Eq. (4) . One such efficient 
numerical quadrature algorithm is given by Lebedev 10,11 


who provides a set of quadrature algorithms for optimum 
quadratures on a spherical surface for a range of micro- 
phone densities from 38 to 890. These algorithms are 
optimum by providing an exact integration of products 
of spherical harmonics up to a given sum of orders. The 
50 element algorithm used in this paper integrates with 
no error products of spherical harmonics (say of order n f 
and n) up to n + ml < 11. Thus under this condition 

50 

V = <w<w, 

3 = 1 

where S is the Kronecker delta and Wj are the quadrature 
weights. As we will see below this fact is critical. Even 
when n = n' = 6 most of the orthogonality still remains, 
so the quadrature algorithm breaks down “gracefully”. 
Lebedev’s algorithms are invariant with respect to octa- 
hedral symmetry, that is, the microphone locations on 
the spherical cap subtending one of the eight faces of 
the octahedron are identical (after rotation) on the other 
seven faces. Thus Eq. (4) is approximated by P mn 

50 

P mn (a,Lo) = Y / w j p oo (a,9 j ,h,u>)Y™(0 j ,(t> j y. (5) 

3 = 1 

Since from Eq. (1) 


oo n 

Poo{ a , 4>j, w) = ^ Pm'n'Y n / (Oj , (f)j ) 
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the algorithm forces 

-Pmn — Pm' n' & mm' & nn' if Tt -^r Tl 11. (6) 

Thus we are guaranteed that P mn = P mn as long as 
n < 5, i.e. the first 36 Fourier coefficients are determined 
without any integration error. For the computation of 
the pressure and velocity vector in Eqs. (1) and (2) we 
choose to use only these accurately computed Fourier and 
thus these sums are truncated to N < 5. We found that 
there was no gain in accuracy if we used the n = 6 Fourier 
coefficients. 

The quadrature weights and locations in cartesian co- 
ordinates are easily derived using Lebedev’s parameters 
listed under 11.1 in paper 11 and are not reproduced here 
for brevity. 


III. ERROR ANALYSIS AND CONSIDERATION OF 
NOISE 

One can derive analytical formulas of the error in 
the reconstruction of the pressure and velocity vector 
fields as a function of r if one assumes that the source 
is a plane wave and that the noise e(fl) in the micro- 
phones is Gaussian and spatially incoherent with vari- 
ance cr 2 = F[|e| 2 ], where E is the ensemble average. The 
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derivation is presented in the reference 9 for the normal 
velocity error, and the development for the pressure error 
is identical and thus is not presented here. We present 
results only for the pressure case, as the velocity cases 
present do not present any additional insight. Since these 
formulas are based on a plane wave source, they do not 
include the error due to presence of evanescent waves 
in the source field, waves that exist in the nearfield of 
sources. However, the formulas do provide valuable in- 
sight. It is assumed in this derivation that the Fourier 
coefficients are determined without error by the quadra- 
ture algorithm, as long as N < 5, as discussed above. 

We define the root mean square error £ at a radius r 
using integration of the reconstructed field over a sphere 
of radius r (using Q to represent (0, (/>)) as 

cv ((E[\Poo(r,n)-p s N (r,m 2 }) 

[r> ~ ( <boo(r,tt)| 2 > 


can only be reduced by increasing the number of mi- 
crophones in the array. For example, based on Lebe- 
dev’s formulas 11 we would need 86 microphones to get to 
N = 7 and 170 to get to N = 10. Note also the remark- 
able result that this error does not depend on the radius 
of the array; any size array will encounter the same “base 
system error” when reconstructing the field at a radius 
r. The upper frequency limit of the VAIP is determined 
by the base system error, as will show below. 

The “noise error” term in Eq. (10) is inversely propor- 
tional to the signal-to-noise ratio (SNR) (|Poo| 2 )/^ 2 and 
increases with r. What is not clear is the critical fact that 
the noise error can be reduced by decreasing the limit of 
the summation N at the low frequencies. This fact leads 
directly to a regularization filter in n which we discuss in 
the next section. 


A. Regularization filter 



where (•) = ff •dfih In this equation p^ is the exact 
pressure with no noise and p 6 N (r , Q) is defined, following 
Eq. (1), as 
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constructed from the measured Fourier coefficients 
including noise, following Eq. (5): 


50 

PL = E W iP *(“< (9) 
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where p 6 (a, Qj) = Poo(<b ^lj) + e (^j) is the pressure mea- 
sured at the f th microphone location. Certainly as 
(7^0^->PiV 

Following Chapter 7 of the reference 9 to evaluate 
Eq. (7) we find, given a plane wave incident at any angle , 
that the root mean square error at r is 
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where we call the first two terms the “base system er- 
ror” and the last (3rd) term the “noise error”. In 
the derivation of Eq. (10) the 167r in the denomina- 
tor results from an additional approximation given by 
Y^i=i w i l^n™(^)| 2 ~ 1/4, not in the reference. 9 

We study Eq. (10) to understand the basic errors that 
arise in the reconstructions. Note that in the “base sys- 
tem error” term that (^ n + ^)jn(kr) 2 = 1, so that 

the “base system error” diminishes to zero as N increases. 
Since N is limited due to Eq. (6), the base system error 


Figure 1 is a plot of £(r) of Eq. (10) for an SNR of 30 
dB and various cutoffs N. In the results below a = 0.2m 
the radius of the VAIP array. The four curves corre- 
sponding to the legend represent the error when the re- 
construction radius r is 0.4m and when N is limited to 
the values indicated in the legend. We can see that at 
the lowest frequencies N = 2 provides the least error up 
to 200Hz, switching to N = 3 then to N = 4 at 400Hz 
and finally to N = 5 at and above 600 Hz. The solid 
line labeled r = 0.4m follows the values of N with the 
minimum error. The variable cutoff in the n summation 
for minimum error in Eq. (10) represents a regularization 
filter (with no taper in n) that controls the ( kr) n behav- 
ior of j n (kr) in its small argument domain, viz kr < n. 
Filters of this kind are critical to the success of NAH. 12 

Two solid lines below the r = 0.4 line in the figure rep- 
resent the minimum error for two other reconstruction 
radii, r = 0.3m and r = 0.2m as labeled and show that 
the errors diminish significantly for smaller reconstruc- 
tion radii. Although not shown the results at these two 
radii have the same transition frequencies as the r = 0.4m 
case for minimum error, namely 200, 400 and 600 Hz cor- 
responding with the same values of N. Thus, for exam- 
ple, N = 2 provides the smallest error in the range 0 to 
200 Hz for all three radii. 

Finally, the dashed line in fig. 1 labeled r = 0.4m, 
<7 = 0 is a calculation from Eq. (10) of only the base sys- 
tem error at a reconstruction radius of 0.4m and N = 5. 
Since this curve follows the last legend curve (that in- 
cludes noise) it is clear that the base system error dom- 
inates the high frequency regime (above 800 Hz in this 
figure). This fact sets the upper frequency limit of opera- 
tion of the VAIP as well as the maximum reconstruction 
radius. Adding more sensors will decrease this error, as 
discussed above, and thus extend the high frequency limit 
of operation. Futhermore with respect to regularization, 
we note the important deduction that no regularization 
is needed above about 800 Hz since the noise error is 
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FIG. 1. Total error from Eq. (10) for 30dB SNR, r = 0.4m 
and values of N — 2, 3, 4, 5. The solid curve labelled r = 
0.4m follows the values of N with the minimum error, and 
thus represents the actual error after regularization (choosing 
optimum value of TV). 


dominated by the base system error here. Contrarily, at 
the low frequencies the difference between the aforemen- 
tioned two curves shows that the error is controlled by 
the noise error term of Eq. (10), not by the number of 
microphones in the array. 

The simple regularization scheme presented above pro- 
vides the potential to determine an a priori regulariza- 
tion scheme based on two variables, the frequency and 
the SNR as we will see in Sec. IV. A. We now turn to ex- 
amine volumetric intensity reconstructions and the error 
associated with them. 



FIG. 2. Estimated root mean square intensity errors in dif- 
ferent reconstruction volumes with added noise (SNR=25dB), 
for a point source at 1.0m from origin. 


which the pressure field at each of the 50 microphones, to 
which is added a predetermined level of spatially uncor- 
related random Gaussian noise, is computed. The exact 
intensity field without noise, computed at each of the re- 
construction points in the volume, is known analytically 
since the point source is in a free field. This result is 
compared with the reconstruction of the vector field from 
the pressure hologram with added noise using Eqs. (1-4) 
(spherical NAH) and errors are determined. The level of 
random noise is set by the signal to noise ratio (SNR). 
The signal is defined as the RMS pressure level without 
noise “measured” by the 50 microphones and the noise is 
the square root of the variance of the added noise. 


IV. NUMERICAL EXPERIMENT WITH A POINT 
MONOPOLE SOURCE 

We choose to model intensity errors using point sources 
instead of plane waves as was done above. The point 
source is an attempt to more correctly model the errors 
when the spherical array is placed close to vibrating sur- 
faces. We choose a point source located outside the array 
in otherwise free space at distance of 1 meter from its 
origin. Its angular orientation with respect to the coor- 
dinate system of the array is irrelevant due to the impor- 
tant fact that reconstructions are invariant to rotations of 
the spherical array. This result follows from the faithful 
computation of the Fourier coefficients Eq. (9). One can 
not derive simple formulas, like those above for pressure 
reconstructions, to estimate the errors associated with 
reconstruction of the intensity vector field in the volume 
r < 0.4 m. Thus we resort to computer simulations in 


A. Estimated errors for intensity vector reconstruction 

The reconstruction error for the intensity vector is de- 
fined by 

g _ I \ Iex (t*) — Inah{ r ) 1 1 2 

llG(r )|| 2 ’ 

where I ex is the exact intensity computed for a point 
source and I na h is the vector intensity reconstructed from 
the pressure with noise at the microphones and || • 1 1 2 is 
the L2 norm over a specified volume. 

Figure 2 shows the results for the intensity error in 
three different reconstruction volumes defined by r < 0.2, 
0.2 < r < 0.3, and 0.3 < r < 0.4, using an ensemble of 
numerical experiments with Gaussian noise added to the 
microphones with an SNR level of 25dB. The plots repre- 
sent the minimum error determined by varying the values 
of N from 1 to 5; a manual regularization approach that 
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FIG. 3. Optimum regularization filter for a point source lo- 
cated lm from the array center as a function of signal to noise 
ratio. The first three legend curves shown in fig. 2 used a reg- 
ularization curve similar to the curve with the square symbols 
(30dB SNR). 



FIG. 4. Mean error in the angle of the reconstructed intensity 
vector for a point source at 1 m and an SNR 30dB. The error is 
calculated at three different reconstruction radii. The sudden 
jumps in the curves occur when the value of N changes. 


determines the optimum filter. As with the pressure er- 
rors discussed above the error increases with reconstruc- 
tion radius as well as with frequency. The fourth curve 
in the legend is for a lOOdB SNR corresponding closely 
to a no noise case, for comparison to fig. 1. The two nar- 
row peaks in the first legend curve arise from the zeros of 
jo(ka) and ji(ka) at 857 and 1225 Hz respectively that 
arise in the denominator of Eq. (1) and Eq. (2). To have 
a finite solution, the Fourier coefficients must be zero for 
n = 0 and n = 1 at these frequencies respectively. In 
other words the solution of the Helmholtz equation for 
the interior of a sphere is j n (kr)Y™(£l) which exhibits a 
node at the problem frequencies. However, these Fourier 
coefficients are nonzero due to noise in the measurement, 
so the solution becomes infinite. This problem is elim- 
inated by choosing an optimum filter that excludes the 
n = 0 term in a 10 Hz band about the 857 Hz zero, and 
the n = 1 term in a 10 Hz band centered at 1225 Hz. 
Although this filtering eliminates non evanescent fields 
and increases the error as the figure shows, a compro- 
mise must be struck to handle the indeterminacy of the 
reconstruction problem at the zeros of the denominator. 

This optimum filter (minimum error) that was used to 
compute fig. 2 is shown in fig. 3 for three different values 
of signal to noise ratio (SNR). It is quite remarkable that 
the break points for the values of N for the 30dB curve 
are at 200, 400 and 600 Hz the same as determined for 
the plane wave source and the pressure reconstruction 
presented in fig. 1. This fact is important in justifying 
an a priori regularization filter that is fixed for the ex- 
periments discussed in Sec. (VI. A), a modification that 
speeds the processing of the VAIP and reflects our aim 
at real-time applications. 


Returning to fig. 2 it is clear that the intensity er- 
rors become very large in the outer reconstruction volume 
above 800 Hz. Although this might appear unacceptable 
(we will see below what the intensity field looks like with 
large error) it is important to consider a different view of 
the reconstruction accuracy, the error in the angle of the 
intensity vector. Errors in angle will be more misleading 
than amplitude errors as to the location of a concentrated 
noise source outside the array and conversely small angle 
errors will favor source ID even in the face of large mag- 
nitude errors. Figure 4 shows the mean of the error in 
the angle between the reconstructed intensity vector and 
the exact result for the same three reconstruction vol- 
umes presented in fig. 2. The error angle a between the 
reconstructed and the exact vector was computed using 
the dot product relation, cos(a) = I ex -I n ah/{\Iex\\Inah\)- 
Note that a > 0. Comparisons were made only for inten- 
sity vectors of magnitude within 1/10 of the maximum 
magnitude as these are the vectors which are visible on 
a linear display. This figure shows the significant fact 
that the error in direction of the reconstructed intensity 
vectors in the volume is quite small. 


B. Volumetric intensity reconstruction 

Examples of the reconstructed intensity fields com- 
pared with the exact results for a point source located 
on the y - axis 1 meter from the origin are shown in the 
next set of figures, figs. 5-7 for three different frequen- 
cies. The SNR is 25dB and the intensity is plotted in 
the volume r < 0.4. In these figures the cones point to 
the direction of the intensity vector, and the length (and 
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FIG. 5. Output from the VAIP at 250 Hz and 25dB SNR for 
a point source at 1.0m is shown on the left versus the exact 
field shown on the right both plotted on the same scale. The 
intensity vectors are plotted on a linear scale. 



FIG. 6. Same as fig. 5 except at 800 Hz. 


width) of the cone is proportional to the linear magni- 
tude of the intensity. The center of the base of the cone 
is a point in a cubic lattice specifying the locations of 
the intensity vectors. The lattice spacing in each direc- 
tion is 0.08 m. The 50 elements (small circles) of the 
measurement sphere are superimposed in each plot for 
reference. Results in figs 5-7 are for 250, 800 and 1150 
Hz, respectively, with the exact result on the right and 
the reconstructed field on the left (plotted with the same 



y 


FIG. 7. Same as fig. 5 except at 1150 Hz. 


scale) . The essential conclusion drawn from these figures 
is that the direction of the point source (located on axis 
at y=1.0) is correctly indicated by the reconstructed field 
(left-hand plots) and the actual location can be found by 
the intersection of lines colinear with the intensity vec- 
tors near the source. In comparing to the exact result 
on the right panel of the figure note that accompanying 
errors in the three main reconstruction volumes r < 0.2, 
0.2 < r < 0.3 m and 0.3 < r < 0.4 m, were given in fig. 2. 
The large errors in the outer volume 0.3 < r < 0.4 m at 
the two higher frequencies are evident in the comparison 
if one concentrates on the vectors at the outer reaches of 
the volume in figs. 6 and 7. Note, however, the mean 
angle error of the visible vectors in this volume (accord- 
ing to 4) is less than 14 degrees at 800 Hz and 1150 Hz, 
so that even with the large amplitude errors and field 
distortion in the outer volume the direction and location 
of the point source is still determined. Again we want to 
emphasize that the errors at 800 and 1150 Hz arise from 
the base system error, and are not related to the SNR. 
To diminish these errors one must increase the number 
of microphones in the array so that more spherical har- 
monics are included as discussed in Sec. III. 

The level of noise in these simulations was preset. 
However, it is generally not known during physical 
experiments and can be determined by the following 
procedure. 12,13 We assume that the level of the evanes- 
cent waves with n = 6 associated associated with the 
source has decayed beyond the noise level (spatially un- 
correlated) at the microphones. This decay is given in the 
region kr < n by j n (kr) ~ ( kr) n /(2n + 1)!!, a power-law 
decay towards the origin. Thus we compute the stan- 
dard deviation of the noise cr using a « F^[||P^ n ||]/\/l3 
for n = 6 and a norm of the thirteen harmonics m = 
— 6, — 5, • • • ,6. This method works faithfully for frequen- 
cies kr max < 6 or / < 819Hz for r max = 0.4. Above 800 
Hz knowledge of the noise level is unnecessary since the 
errors are dominated by base system error, as discussed 
above. 

The signals used in the simulations above were sim- 
ple deterministic pressure fields measured at the micro- 
phone locations. However, in practice stochastic signals 
must be considered so that the VAIP can be used in field 
experiments with complex noise sources. We deal with 
these complex signals in the “front end” signal process- 
ing. This front end provides for the construction of par- 
tial field holograms using theory that has been developed 
over the past 15 years. 


V. FRONT END SIGNAL PROCESSING 

We summarize the front end theory briefly here and 
the reader is directed to the references for further 
information. 14-19 This theory is used to expand the 
modes of operation of the VAIP. Although the VAIP can 
reconstruct intensity fields without reference transducers, 
due to the instantaneous measurement of the pressure 
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data, and identify noise sources by display of the direc- 
tional intensity vectors radiated from those sources, it 
is possible to further separate multiple noise sources by 
using partial field decomposition techniques described in 
the references. The partial field approach was developed 
by Hald 14 and has since found a multitude of industrial 
applications through the use of the STSF (spatial trans- 
formation of sound fields) approach. 

Assume M reference transducers recorded simulta- 
neously and Fourier transformed to provide raw spec- 
tra represented by X(/) = (X1X2 • • • XmY (t is 

transpose) along with the 50 microphone raw spectra 
P (/) = (P 1 P 2 * * • P 50 Y with accompanying noise N(/) = 
(N 1 N 2 - - • N^oY . The reference transducers are gener- 
ally attached to candidate (source) machines that are as- 
sumed to be random with Gaussian statistics, although 
they are not necessarily incoherent to one another. A 
transfer function matrix h( 50xM ) with elements Hij re- 
lates the pressure at the i’th microphone and the j’th 
reference through P = HX + N. 

The autospectral density of the i’th microphone is 
given by an ensemble average E of the raw spectra (using 
a long time series broken into shorter segments that are 
Fourier transformed) of the measured pressure 

s pm (f) = E[P*{f)Pi(f)\ = Hf S xx Hi + S nini , (12) 


where U is unitary and E is diagonal. It is important to 
note that in our research we found that the Cholesky 
method gave identical results to the signal condition- 
ing approach provided in Bendat and Piersol 20 and in 
one of the references . 21 A great deal of theory is pro- 
vided in Bendat ’s book about the signal conditioning ap- 
proach which can then be directly applied to understand- 
ing Cholesky decompositions. The SVD method is also 
called the principal component method in the literature. 

Since the transfer functions are not of interest here 
they are eliminated by use of the cross-spectral density 
column vector between the microphone and the refer- 
ences: 

S XPI = E[X.*(f)Pi(f)} = £ l [X*X t ]Hj = S xx Hj 

(the i’th column of the cross- spectral density matrix S xp ) 
leading to 

Hi = (S xx ) 1 ^xp ■ 

Thus the two procedures yield method I, Cholesky, 

= (T ff ) -1 S xp ., (15) 

and method II, Principal Components (SVD), 


where Hi is the i’th row of H, the H superscript repre- 
sents conjugate transpose. 

Partial field decomposition techniques all decompose 
the autospectral density function of a microphone us- 
ing an inner product of a partial field column vec- 
tor Tq of length M, Tq = (tf 1 *^ 2 * ••• ^Mi)*, that is, 
S PiPi = T^Tq + S nini . This decomposition can be ac- 
complished by taking the square root (assumed positive 

definite) of the reference cross-spectral density matrix 


S X x = VSxx '/Sxx, where (using an outer product) 


S xx = -E[X*X* 


f S XlXl 


•• 5 . 

1 Q 

U X2X\ 

&X2X2 

•• s. 

\ 

8x3X2 

•• s. 


XM 
X2 XM 


= X-^U^Sxp. (16) 

One characteristic of the Cholesky method, and not of 
the SVD approach, is that the partial fields are depen- 
dent upon the order of the columns and rows of S xp . 20 
Thus it is necessary to carry out some pre-analysis in the 
Cholesky approach to set up the order of the references, 
choosing the most significant reference at a particular fre- 
quency to form the first row. We determine significance 
by choosing references that have the largest coheren ce to 
the microphones, computing the average coherence 7 ^ 
of the i’ th reference to the 50 microphones: 

1 50 

ip = ^ E*W 
3= 1 


so that Eq. (12) becomes 

S PiPi (f) = (v^H^v^H; + S nini . 

The partial field components of the i’th microphone are 
Tq = x/SxxH^. A partial field matrix T is formed from 
these using T' = (T'iT^ • • • ^m)- The rows of form 
M partial field holograms, each processed separately for 
reconstruction of M volumetric intensity fields. 

There are two standard procedures for taking the 


where 7 l iP . = \ S XiPj \ 2 /(S XiXi S PjPj ) which allows us to 
rank the references, x m ,x n , • • • , 27 , with respect to av- 
erage coherence for each frequency: 


7L p > 7? 


X n p 


> 


> y 2 


XkP ' 


(18) 


square root of a matrix: ( 1 ) the Cholesky decomposition 

S xp (separate order for each frequency): 


S xx = T h T (13) 


^ 8 X rnX-m 

8x rn x n 

8x rn x k ^ 

(MxM) 

where T is upper triangular and (2) SVD (singular value 
decomposition) 

Sxx = 

8x n Xm 

8x n X n 

8x n x k 


S xx = UXU H = US 1/2 S 1/2 U H , (14) 


\ 8 Xk Xm 

8x k x n 

8x k x k ) 



Here x m and x n are the references with the first and 
second largest average coherence, respectively. 

Given this ranking of references we reorder S xx and 


(19) 
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VI. EXPERIMENTAL APPLICATION 


Sxp = 

( SxmPl 

S X n Pl 

^XmP2 

S X n p2 

SxmPbO ^ 
Sx n p 50 


V Sx k p! 

Sx k p 2 

Sx k p 50 ) 


(20) 


so that the full reconstruction equation becomes, for ex- 
ample for the Cholesky method, 

* = (T i/ ) _1 S xp . (21) 


The rows of \fr( Mx50 ) form M separate holograms ranked 
in order of importance, each of which can be used to 
reconstruct the volumetric intensity at a given frequency 
by replacing Poo(<b in Eq. (4) with one of the rows 

and computing the intensity vector Eq. (3) on a cubic 
lattice, displaying the results as in Sec. (IV). 


A. Figures of merit 

Finally we consider three important measures that 
bracket the significance of the partial coherence method 
for any particular experiment. The first is called the par- 
tial (or virtual) coherence T?- and represents what frac- 
tion of the signal energy S PjPj of the j’th microphone 
is taken up by the partial field related to the the V th 
reference: 

r % = (22) 

D PjPj 

This ratio must be less than or equal to one. A value 
of one indicates that the i’th reference accounts for all 
of the measured signal and that all other references do 
not participate in the measured signal at the f th micro- 
phone (an unlikely occurrence). The average over all the 
microphones is: 


■^2 — 


1 50 

m-Y 


1M 

50 SpjPj 


(23) 


so that T 2 represents the fraction of the signal energy to 
all the microphones in the array due to the i’th reference. 
Note that T? < 1. The final figure of merit is the total 
fraction of all the signal energy received by the array that 
is represented by all the references used in the partial field 
decomposition: 


T 2 



(24) 


For example, if this fraction T 2 is equal to 0.6 we know 
that 60% of the signal energy received by the micro- 
phones has been represented by the M partial field holo- 
grams. When this number is low we might conclude that 
the reference set was poorly chosen, and that the domi- 
nant acoustic sources have been overlooked in the exper- 
iment. We will show examples of these measures in the 
next section. 


A 50 element spherical array was designed and con- 
structed at the Naval Research Laboratory (NRL) and is 
shown in fig. 6 in our in air laboratory on the left and 
in flight on the right. The microphones where 1/8 inch 
diaphram electrets and were amplitude calibrated at 248 
Hz. The phase response was not calibrated, but the 50 
microphones were preselected for uniformity, resulting in 
a total phase variation of ±2 degrees at 500 Hz. A light 
metal frame held the microphones in their positions that 
were determined by the quadrature algorithm, described 
above. The tips of the microphones formed a spherical 
array of radius 0.2 m and the signal cables were run down 
the vertical support rod shown in the figure. One aim of 
the design was for acoustic transparency. Initial exper- 
iments on a loudspeaker source in NRL’s in- air facility 
were successful, but are not reported on here for the sake 
of brevity. 

The picture on the right in fig. 6 shows the array in the 
NASA Aries Boeing 757-200 airplane which is dedicated 
to flight test operations for the NASA Langley Research 
Center. The data set we report on here is a small subset 
of a much larger recent experiment using this aircraft. 22 
In this experiment most of the seats in the aircraft were 
removed as well as the trim panels and insulation in four 
adjacent window sections as shown on the right in the 
figure. Also shown, but not reported on here, is a confor- 
mal nearly planar array of microphones located between 
the spherical array and the fuselage panel. The aircraft 
was flown at a tightly controlled altitude of 30,000 ft and 
speed of 0.8 Mach. Most of the bare panels and win- 
dows were monitored with accelerometers (a total of 31) 
placed at their centers and extra microphones (a total of 
8) were dispersed throughout the aircraft interior. All 
of these monitors served as possible references for the 
VAIP as well as monitors of the physics of the vibra- 
tion/radiation mechanics. All of the transducer channels 
were sampled simultaneously at 12,000 samples per sec- 
ond and recorded digitally on tape for processing in the 
laboratory. To provide a known source in the cabin Ja- 
cob Klos at NASA 22 created a point source using a long 
tube coupled to a loudspeaker as shown in fig. 9. The 
outlet of the tube was at the center of the window, a few 
centimeters from its surface. The loudspeaker (shown in 
the figure on the right) was driven by a pseudo-random 
signal. This provided a guaranteed incoherent source to 
compare with the flow noise excited panels also radiating 
into the interior, and thus is a test of the front-end signal 
processing that should be able to separate multiple inco- 
herent sources. We will show below the first three par- 
tial field holograms (rows of T') and volumetric intensity 
maps produced by our procedure at selected frequencies 
for this experiment. A second experiment was done with 
the point source turned off, and again partial field holo- 
grams and volumetric intensity maps were determined 
and compared with the first experiment. The objectives 
here were (1) to show that VAIP successfully identified 
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FIG. 8. NRL 50 element spherical array in NRL test facility (left) and in flight inside the 757 aircraft (right) shown behind a 
conformal array (not discussed in this paper) with horizontal beams of elements in front of a fuselage window. 


the point source and the flow-noise induced panel source 
and (2) to show that the extraction of the flow-noise in- 
duced source was unique (unchanged with or without the 
point source). 


A. Partial field holograms and intensity fields for point and 
flow noise sources 

The 31 accelerometer references and the loudspeaker 
drive voltage (a pseudo-random band-pass signal between 
500 and 1500 Hz) were all used as the reference set 
(M= 32) to form the auto and cross-spectral density func- 
tions of Eq. (19) and Eq. (20). A set of ensembles (esti- 
mates of X m (f) and Pi(f)) was created consisted of 1200 
non-overlapping segments of the time record, each con- 
taining 1920 points and Fourier transformed to provide 
frequency domain data. This was carried out for each 
microphone and each reference. Since the sample rate 
was 12kHz, the total record was 192 seconds. The av- 
erage coherence Eq. (17) was then computed from these 
spectra and the references were ordered as to importance 
using Eq. (18). This was carried out at each frequency 
(6.25 Hz bins) in the band of interest (500-1400 Hz). 

For brevity we present the results at a single frequency 
bin and note that the results are typical. The autospec- 
tral density of the accelerometer on the center of one of 
the panels below the window (dot marked number 17 in 
fig. 9) showed a maximum in response at 732 Hz indi- 
cating a resonance of the panel excited by flow noise. At 
this frequency the 1st three partial holograms (the three 
top rows of the matrix in Eq. (21)) were constructed us- 


ing the Cholesky method from Eqs (20), (19), (13) and 
(21). Each of the partial holograms were then processed 
into volumetric intensity fields which we now describe. 

Each partial field, a row of Eq. (21), replacing in 
Eq. (5), is integrated by Lebedev quadrature to deter- 
mine the Fourier coefficients. These coefficients P^ n de- 
termined up to n < 5 are used to compute the compo- 
nents of the pressure and vector intensity given by Eqs 
(1) and (2) leading to Eq. (3). Computations are re- 
peated at a set of field points on a equal spaced cubic 
reconstruction grid with lattice size of 8 cm. This carte- 
sian grid proved to be most effective at display of the 
intensity vector. The intensity computations are limited 
to within the sphere of radius 0.4m, due to the high fre- 
quency errors outside this volume (see fig. 2). The cutoff 
N for the series was determined by the regularization 
scheme described above, and in this case was TV = 5 (the 
maximum allowed) for each of the three partial fields. 

The result for the reconstruction of the intensity vec- 
tor at 732 Hz in the described volume for the first partial 
field is shown in fig. 10. Two views of the volumetric field 
are shown and the square grey patch is a cartoon showing 
the location of the fuselage window (recall that the point 
source was at the center of this window). The dominant 
reference x m (using Eq. (18)) turned out not surprisingly 
to be the drive voltage for the loudspeaker. Clearly the 
location of the real source is uncovered by the intensity 
display, hopefully a convincing demonstration of the suc- 
cess of the approach. The reference x n related to the 
second partial field was the accelerometer shown in fig. 
9 (number 17) located on the resonant panel below the 
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FIG. 9. Acoustic point source installed inside the 757 cabin. 
The end of the vertical tube simulating a point source radiates 
sound near the center of the window (somewhat obscured by 
the conformal array). The tube is excited by a loudspeaker 
resting on the floor of the cabin that is coupled to the other 
end of the tube (shown on right) . Red dots mark the position 
of two reference accelerometers. 



FIG. 10. Point source on: 732 Hz 1st partial field. The first 
partial field contained 59% of the total signal energy according 
to Eq. (23). The total acoustic energy in vector field shown 
was 9.91/iJ. 


window. This result is shown in fig. 11. Although the 
exact location of the resonant panel source (located 0.9m 
from the sphere center) is not clearly identifiable, the 
flow of the intensity clearly indicates a source below the 
window. Interestingly, the intensity flow diffracts along 
a path that is tangential to the fuselage surface. (Note 
we will show below that the same diffraction arises when 
the point source is turned off). Finally, the third partial 
field is shown in fig. 12, which is correlated to accelerom- 
eter number 28 located at the center of the panel directly 
to the left of the resonant panel described above. This 
panel, identical in shape, was also resonant at 732 Hz, 
and the results for the volumetric intensity for this par- 
tial field is shown in fig. 12. Note that the intensity 
appears to now come from the bottom left, that is, from 
the direction of the resonant panel, although possibly in- 
terrupted by the king frame that is located in between. 
The total amount of signal “energy” represented by the 
first three partial fields, given by Eq. (24) with M = 3, 
was 84% indicating that only 16% of the total signal en- 
ergy was unaccounted for. 


1. Discussion 

The reference (electrical drive) for the first partial field 
is incoherent ( 7 1 2 « .003) to each of the two accelerom- 
eters (numbered 17 and 26 in fig. 9) and the Cholesky 
method works well to provide a unique decomposition 



FIG. 11. Point source on: 732 Hz 2nd partial field. The 
second partial field contained 18% of the total signal energy 
according to Eq. (23). The total acoustic energy in vector 
field shown was 2.21/xJ. 


and a separation of the incoherent fields. As long as the 
references are incoherent, the extraction is straightfor- 
ward and successful as previous research has shown. 14 16 
The difficultly here comes with a set of accelerometer 
references that respond to flow noise that in itself has 
some spatial coherence, and thus the individual panels 
on the fuselage section are somewhat coherent to one an- 
other. After the point source is removed, there are no 
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FIG. 12. Point source on: 732 Hz 2nd partial field. The 
second partial field contained 6% of the total signal energy. 
The total acoustic energy in vector field shown was 0.70/xJ. 


incoherent sources left, since the various aircraft pan- 
els are weakly coupled. However, the Cholesky method 
forces incoherence (albeit artificial) here. That is, in view 
of the fact that the Cholesky method is identical to the 
signal conditioning approach 20 we can understand the 
Cholesky method as one that extracts the uncorrelated 
components of the reference signals in successive partial 
fields. In our case one can view the 3rd partial field as 
an extraction out of the 1st two partial fields by creating 
a signal that is orthogonal or incoherent to them and in 
the process of doing this creates a volumetric intensity 
field that appears to come from the panel to the left. 
The raw accelerometer signals themselves are correlated 
to each other, in our case with a coherence of 0.33. This 
orthogonalization is somewhat artificial as it depends on 
the order of the references chosen before the Cholesky 
decomposition is carried out. We have chosen to order 
based on descending average coherences using Eq. (18) 
but other ordering methods may be used. In other words, 
when correlated references exist in the reference set, one 
is not guaranteed a one to one relationship between the 
partial field vector intensity and the orthogonalized refer- 
ence. The intensity field may appear to come from one of 
the other closely correlated references, instead. However, 
this is not the case if the references are uncorrelated and 
the order of the references will not change the results. Al- 
though not discussed in this paper, partial fields based on 
the SVD decomposition instead of Cholesky do not suffer 
from this ordering problem. We will present results on 
this in a later paper. 


FIG. 13. Point source is turned off. Result for the first partial 
field at 732 Hz. This field contained 45% of the total signal 
energy. The total energy in vector held shown was 2.53/xJ 


B. Repeat experiment with point source turned off 

The experiment described in Sec. VI. A was repeated 
about 20 minutes later with the acoustic point source 
turned off, and the results were computed in the same 
frequency bin for comparison. An effort was made to keep 
the aircraft speed and altitude unchanged. The resulting 
first partial held is shown in hg. 13 and the maximum 
coherence to the microphones determined by Eq. (18) 
was accelerometer number 17, the same reference found 
for the second partial held when the source was on, in 
the previous experiment. A close comparison to hg. 11 
reveals an important result. The how helds are identical. 
This gives credibility to the conclusion that the vector 
held for the point source was accurately separated from 
the other incoherent sources in the previous experiment. 
Furthermore, this agreement shows the robustness of the 
approach. 

Finally we present the results for the second partial 
held when the source is off, shown in the next figure. 
The reference associated with the held was accelerome- 
ter number 28, and a direct comparison with the previous 
result hg. 11, also correlated to the same accelerometer, 
can be made. Again a remarkable result occurs - the in- 
tensity vector helds are nearly identical, again showing 
an intensity held that appears to emanate from an area 
near the reference accelerometer (see hg. 9) on the panel 
to the left. Again the robustness of the held extraction 
approach is demonstrated, even in the face of the coher- 
ence in the vibration between the two panels involved. 

We have shown only two of the 32 partial helds com- 
puted. The remaining partial helds represent a small 
fraction of the total signal energy with less than 2.5% 
each, and appear to be nearly buried in the noise. 
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FIG. 14. Point source is turned off. Result for the second 
partial field at 732 Hz. This field contained 18% of the total 
signal energy. The total energy in vector field shown was 
0.81/xJ 


VII. CONCLUSIONS 

The work presented here is a small fraction of the the- 
ory and development of the VAIP, and future papers will 
discuss more details such as SVD partial field decomposi- 
tion results, use of self referencing to a set of microphones 
in the array without external references and 1/3 octave 
band results as well as new generation designs of the ar- 
ray. The aim in the design and the algorithm behind the 
intensity computations is for real time display, so that the 
system would provide nearly instantaneous results when 
used with a laptop in the field. With this the VAIP can 
scan a large space making volumetric reconstructions on 
the fly. We believe that this will provide an invaluable 
tool for source identification both in air and underwater. 
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